
COATING TEM GRIDS WITH FORMVAR 
 
 

Materials needed: 

• Grids: either new grids or cleaned “used” grids are employed. “Used” grids are cleaned in 
acetone in a sonicating water bath (3X, 2 min sonication pulses with changes of acetone in 
between). Place the cleaned grids on filter paper to dry before coating. 

• New microscope slides 
• Ethanol 
• Large & jeweler’s forceps 
• 0.37% Formvar: this is made by mixing equal amounts of 




