


Switch off the system power and open the chamber; 

Open the top lid (Be careful! The evaporation source is still very hot); 

Take out sample and close the top lid. 

 

Method 3 (Manual with pulse): 

Switch to MANUAL and press one of the SET button to select PU; 

Turn Volts to the position witch gave evaporation in the above manual/continues 
method; 

Pulse the START/STOP switch to obtain short bursts of evaporation; 

Turn off the START/STOP switch; 

Switch off the system power and open the chamber; 

Open the top lid (Be careful! The evaporation source is still very hot); 

Take out sample and close the top lid. 

 


